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A DYNAMIC MICROPHONE FOR THE 
SOUND-LEVEL METER 

• IN THE DESIGN of a goneral-purpose 
soiiiui-level moter, one of the important 
problems is the ehoiee of a mierophone. 
Amonji; the many desirable mierophone 
eharaeteristies, lIuTe are sev(*ral tliat are 
essential if the instrument is to do a credit¬ 
able job of measurement. In addition to 
having a non-dirwtional, wide, flat, fre¬ 
quency response and high sensitivity, the 
mierophone should give a linear r(?sponse over a wide range of sound 
pressure levels, and its out|)ut shouhl be stal)l(* over haig periods of 
time — not advei*sely alTeeted by variat ions of tempt^rature or humidity. 
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The National Production Authority Regulation 4 provides a uniform 
procedure by which any business enterprise, government agency, or 
public or private institution may use a priority rating to obtain **minor 
capital additions** as well as specified quantities of maintenance, re¬ 
pair and operating supplies (MRO). 

Within the restrictions of the Regulation, a rating of DO-97 may be 
used on orders for these materials and services. Specific authorization 
for each order is not required. Test equipment and laboratory apparatus 
of the kind manufactured by General Radio are usually accounted as 
capital additions. The Regulation permits your use of the priority rating 
when the cost of one complete capital addition does not exceed $750. 

In general, the amount that may be obtained under the rating is 
limited, with minor adjustments, to a total dollar value per quarter equal 
to one-fourth of the amount that was spent in 1950 for MRO. 

Because so many priority-rated orders are being received, deliveries 
against unrated orders are becoming increasingly uncertain. We recom¬ 
mend that, if no other rating is available, DO-97 be used whenever it is 
applicable. 

NPA Regulation 4 should be consulted for details. Copies are avail¬ 
able from your nearest Department of Commerce field office. 
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Copocitance variation ai a function of t«m- 
p«rotur« for a typical Rochelle salt crystal microphone. 


THE ROCHELLE SALT CRYSTAL 
MICROPHONE 

T'lif HiM'lielle sail crystal, (iiapliraj^iii- 
lypt* niicrophone chosen for nse on the 
(h*neral Uadio Tyi*k 759-H Sound-Level 
Mc*ter is a low-cost device, which ful¬ 
fills all Ilf these requirements satisfac¬ 
torily so Ion >(5 as the microphone is con- 
m»ct<Hl din»ctly to the input t<*rminals 
of the sound-level meter, and so Ioiik as 
nunlerate variations of temperature and 
humidity are encountered. 

However, when it beconu^ necessary 
to make measurements with the micro- 
jihone .separated from the sound-level 
meter hy a long cable or when high tem¬ 
peratures and humidit y are encountenMl, 
the liiK-helle salt crystal microphone 
iKH'omt^sa U‘ss satisfactory pickup. While 
the output voltage of the miiTophone 
changes by about .02 db per degr(*e F., 
its capacitance varies considerably as 
the temperature changt^ so that loss 
added by a long cable is very markedly 
a function of temperature. 

Figure I shows the variation in ca¬ 
pacitance with temperature for a typical 
UiM'helle salt crystal microphone. At the 
top of Figure 2 the dashed curve shows 
the change in output of the miiTophone 
with tfmi|M‘rature, and the solid curve 
shows the change in meter reading of 
the Tvi*k 759-H Sound-Level Meter due 
to temperature changt*s at the micro¬ 


phone with the microphone mountnl on 
the sounil-level meter. The two lower 
curves show the large changes in meter 
readings that m'cur when 2o-foot and 
lOO-foot cables ri'spectively are us<*d 
between the microphone and the sound- 
level meter. 'Fhe ma.ximum safe tem¬ 
perature at wliich I lie Rochelle .salt 
unit can be used is about 115° F., .since 
it is permanently damagtsl at tempera¬ 
tures above 135° F. Although the unit i.s 
sealed, e.xtensive usi* at a relative humid¬ 
ity below 3t)^ y or above* H5^7 should be 
avoidetl. 

THE DYNAMIC MICROPHONE 

Tlie errors arising from tht^se effects 
can be avoidt*ii by thi* use of a dynamic, 
or moving coil, microphone for those 
applications where a long cable must be 
u.sed l)etwee*n microphone and sound- 
level meter, or where e.xtremes of tem- 
|)erature and humidity are encounten*il. 

suilabU? dynamic microphone for 
use with the T'yi*k 759-H Sound-Level 
Meter is now available, in combination 
with a tran.sformer, a cubl(\ and lri|)od. 

Figure 2. Variatiart in response as a function of tem¬ 
perature for the crystal microphone alone and with 
various lengths of coble between microphone and 
sound-level meter. 




lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 
































































3 


APRIL. 195 1 


'rhis I'onihiiiation, the Typk 759-I’2.') 
Dynamic Microphone and Accc*8Sorir«, 
is shown in F'ij^iire 3. 

The dynamic microplione, the West¬ 
ern Klectric type now manu- 

facrtured by Altec Lansing CNirporation, 
is W(*II established as a dependal)le and 
rugged instnimenl. Its output level is 
about —til) db re I volt per microbar 
compansl to a level of —00 db for the 
crystal microphone, so that a trans¬ 
former with a turns ratio of 30:1 is re- 
(piired to raise the output to the desired 
level. 3'h«* Tyvk 759-322 Transformer 
does this with no effect on the fre<|uency 
rc'sponse over the working range f)f the 
microphone. In addition the transformcT 
is well shielded, so that pickup from 
stray magnetic Helds is well below any 
such pickup by the microphone it.self. 
'Phe cable furnished is 25 feet of .shields 1, 
double conductor with vinylite sheath. 
.\ IOO-frH)t cable is also available. 

Figure 4 .shows a typical field rest>on.se 
for the Typk 759-P25 a.ssembly us«hI 
with a Typk 75t>-H Sound-Level .Meter 
on the (' (Hat) weighting network. For 
sounds arriving at random, the response 
falls within the tolerances allowed in the 
.\S.\ Standards on sound-level metei*s 
(Z24.3 1944). It should be noted, how- 
l•ver, that the resp<mse below lOOt) cycles 
is not .so Hal as that of the cr>'stal dia¬ 
phragm-type microphone, as can be .st*en 
by comparing Figure 4 with Figure 5. 
'Fhe rt'sponse at 400 cy<‘le.s, for the dy¬ 
namic microphone, is near the center of 
a broa<l maximum, so that if the gain of 
the sound-level meter is .set to give cor- 



Figure 3. View of the Type 759-P25 Dynamic Micro¬ 
phone and Accessories connected to o Type 759-B 
Sound-Level Meter. 


n'ct reatlings ba.s(*d on the 400-cycl(‘ 
.sensitivity of the microphone, sound- 
level readings of avtaage or brttad-ltaiul 
noises will be low. .\t frequencie.s behtw 
30 cycles the output of the dynamic 
microphone falls off sharply while the 
output of the crystal unit is gtxal to 20 
cycles and lower. 

.\t fref 4 uencic»s above about tiOOO cy¬ 
cles the oj)erati<jn of the dynamic micro¬ 
phone is .superior to the o|K*ration of the 
cry.stal microphone. For .sounds arriving 
at random, the dilTenaice in operation is 
not great. .\s .shown in Figures 4 and 5, 


Figure 4. Typicol response curves for the Type 759-B Sound-Level Meter with Type 759-P25 Dynamic Micro¬ 
phone and Accessories. 
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Figure 5. Typical retponie 
curve (random incidence) 
for sound-level meter and 
crystal microphone. 


the response of the dynamic microphone 
holds up very well to 9()00 cycles and the 
response of the crystal microphone ex¬ 
tends out to 8000 cycles. 

For sounds arriving parallel to the 
diaphragm, the crystal microphone does 
very well up to about 0000 cycles. Be¬ 
yond this frequency, the dimensions and 
mechanical construction of the crystal 
microphone tliaphragrn cause rather 
large changes in the microphone output 
as it is rotated about an axis perpen¬ 
dicular to its diaphragm. These varia¬ 
tions for a representative microphone 
are illustrated in Figure 6. Variations in 
output of the Type 633-A Dynamic Mi¬ 
crophone under the same conditions re¬ 
main witliin 2 db up to 9000 cycles. 

CALIBRATION 

A calibration tag gives the 400-cycle 
level, the average level of the micro¬ 
phone plus transformer, and the proper 
set ting for the sound-level meter, based on 
the average level of the microphone when 
the over-all system is calibrated using 
the Type 1552-A Acoustic Calibrator. 

For the me4isurement of sound levels, 
with components above 70 db, the dy¬ 
namic microphone can be used directly 



1000 2000 5000 lOpOO 

FRE(3UENCY IN CYCLES PER SECOND 


Rgure 6. Variation in output of typical Rochelle salt 
crystal, diophrogm-type crystal microphone as a func¬ 
tion of frequency as the microphone is rototed about 
oxis A — A perpendkulor to its diaphrogm. Sound 
incidence is parallel to plane of diaphragm. 

at the input of the Type TGO-B Sound 
Analyzer or the Type 1550-A Octave 
Band Analyzer. The absolute level can 
be determined by using the Type 1552- A 
Sound-Level Calibrator. 

No corrections are nece^sstiry for 
cables up to 100 feet long. 


SPECIFICATIONS 

Sensitivity: Open-circuit output of typical micro- Maximum Sofe Sound Pressure Level: 140 db. 
phone is 90 db tielow one volt per microbar, 

and of microphone plus transformer is GO db Net Weight: 4!is pounds, 
below one volt per microbar. 


Type 


Code Word 

Price 

759-P25 

Dynamic Microphone and Accessories (with 
25-foot coble). 

NABOB 

$150.00 

759.P22 

Extro lOO-foot Coble. 

NAS.AL 1 

30.00 
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EMERGENCY POWER EQUIPMENT FOR 
FREQUENCY STANDARDS 


Official time for all Canada is pro¬ 
vided by the Dominion Observatory at 
Ottawa, whose time signals, sent by 
direct wire and radio, are available to 
the Canadian public from Halifax to 
Victoria, and northw'ard to the limits of 
radio reception. 

The crystal clock has superseded the 
pendulum type as the primary time¬ 
keeper at the Dominion Observ’atory, 
although here, as in most observ^atories, 
the pendulum, because of its simplicity 
and reliability, is still an important 
element in the time-determining system. 

The ciw^stal clocks at the Dominion 
Observatory^ are General Radio Primary 


Frequency Standards. Both are equipped 
with Sjmcronoraeters indicating mean 
time. Tw’o additional Syncronometers, 
controlled by one of the crystal clocks, 
are used, one to compare the mean-time 
clocks with radio time signals from other 
observ’atories, particularly Washington 
and Greenwich, and the other to initiate 
the time signals transmitted from the 
Observatory. Time signals in a standard 
identification sequence are transmitted 
by a pendulum-controlled time-signal 
machine, upon which a signal from a 
crystal clock circuit is superimposed as 
a gate for the beginning of each second’s 
impulse. 


Figure 1. Boy of equipment in the Time Room at the Dominion Observatory. The two rocks at either end contain 
the two General Rodio Frequency Standards, or crystal clocks. The four rocks in between contain o receiver, 
several relays and amplifiers, and the terminal blocks for the cables of wires which supply a multitude of services 
within the Observatory and to points outside. 
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POWER SUPPLY 

IVndulum clocks pose no serious 
power supply i)rohlems, hecnuse they 
operate from batteries, which are con- 
liiiuously charged by rectifier ecjuipment 
operating from the a-<* power line. In the 
event of line failure, emergency charging 
equipment automatically takes over in 
a matter of a few second.*^. 

The crystal clock, however, when 
o|)erated directly from the a-c line, stops 
operating wh€*n a |)ower interruption of 
(‘veil sliort duration occurs. Because the 
crystal clock olTers so much greater pre¬ 
cision than the pendulum type, consider¬ 
able elTort has l)een expended by the 
Ociminion Observatory in devising a 
satisfactory meth<«l of bridging the 
power-supply interruptions. 

One of the original methods adoptefl 
to provide continuity of power was com¬ 
plete battery supply for both high volt¬ 
age and low voltage. The l)attery l)ank 
meanwhile is kept up to strength by 
means of a trickle charge. Immediately 
tlie power line fails, the batteries carry 
over, and, when the power returns, the 
trickle charge to the flatteries is resumed. 
All tin* es.sential ecpiipment for the main¬ 
tenance of the time-signal machine and 
its primary pendulum at the Dominion 
Observatory is maintained by this float¬ 
ing battery method. 

There are, however, certain objections 
to tlie u.se of the floating battery. The 
space required by batteries for full-volt- 
age .supply l>ecomes excessive, particu¬ 
larly with the mfKlern tubes which use 
higher plate voltages. The fumes from 
such a large bank may not be inconsider¬ 
able at times and must be drawn ofT. 
When the charge is withdrawn, th(‘ 
voltage changes fairly abruptly by about 
l<‘n per cent. provi<ling all the cells of 
the bank are good. If any bad cells exist, 
which is quite pos.sible. the change in 
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voltage from charge to no charge <‘an hi¬ 
st ill greater. It is exp(*cting a good d('al 
of present-day e(juipment to provide a 
smooth continuity of output with fluctua¬ 
tions in power supply even as great as 
five per cent. Furthermore, when the 
equiinnent is designed for normal titb 
cycle operation, special leads rnii.sl he 
installefl to adapt it for battery opera¬ 
tion. .\gainst the.se di.sadvantages, of 
course, is the great advantage that the 
flower available to the equipment never 
falls below the battery level, and usually 
long continuity of service may he ex¬ 
pected. 

Another type of emergency for bridg¬ 
ing periods of fiower failure involv(*s the 
u.se of batteries anti a liO-t-ycle, 110-volt 
dynamotor or motor generator. During 
normal operation, the battery drives the 
fiynamotor, which in turn sufiplit's the 
retfuired power to the electronic etpiip- 
ment. The a-c line operates through a 
rectifier to provitle the batteries with 
chargt* sufficient to maintain the dyn:i- 
motor, and also to compen.^att* for tht* 
normal battery tiecay. At the moment 
of an interruption in the line, the bat¬ 
teries continue indcfieudently and main¬ 
tain the dynamotor. Resumption of the 
line returns the charge circuit to its 
normal rat(*. A dynamotor, which oper¬ 
ates from a 32-volt battery hank, will 
in\'olve a comfiromi.se between efficiency 
and economy of sfiace, and e(|uif)menl 
ilesigncd for normal IlO-volt, tiO-cych- 
operation will recpiire no change. Ob¬ 
jectionable features im-lude the fact that 
rotating machinery requires mainte¬ 
nance and involves some noise and vibra¬ 
tion. With an interruption in the liin* 
anil the eharge removed from the bat¬ 
tery, the voltage applied to the dyna¬ 
motor drops (juickly by one-tenth or 
more, and the input voltage to the 
ecfuipment also drops. 
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Figure 2. Schematic of the 32>volt d-c* 110>volt a>c 
motor generator tet used in connection with each of 
the crystal clocks to provide emergency power with 
little deloy. While a unit of this nature is capable of 
operating for a considerable time, limited only by the 
condition of the batteries, its main purpose is to pro* 
vide a very quick source of 110 volts oc to tide over 
the short interval required for the gas-driven motor 
generator to build up. 

A varint ittn of the altovo motliod, and 
OIK* which has I teen placed in service at 
(lie Dominion Observatory, includt^ the 
use of a .S2-volt dynamotor anti a bank 
of lead cells to provide the recjuired 32 
vitlts. In tins system the ()()-s*ycle, a-c 
/-s line is used to provide power for the 
eleiUronic equipment, and also a trickle 
charj^e to the battery. A line switch is so 
arranged that when the power fails the 
line is cut off, the battery is cut in to the 
dynamotor, and the a-c output of the 
dynamotor is cut in to the eipiipment. 

'rhe measured delay from the time 
that the a-c line is interrupted till tlie 
tiiiK* that the dynamotor biiihls up to 


full frequency and voltage prov(*s to l»e 
about O.b second. The normal power 
supply has to be provide<l with addi¬ 
tional high voltage storage to bridge a 
time gap of this size. In the case of the 
frequency standards at the Dominion 
()bservatory, seven elei’trolytic (*ondens- 
ers of eighty microfarads provide ade¬ 
quate storage. 

The initial charging of such a large 
condenser is beyond the normal ability 
of the ordinary rectifier tul>e without 
.some protection. With a resistance of 
say three thousand ohms in series when 
the condenser is initially charged, the 
job can be handled (piite well by the 
familiar type 80 tube. Once the charge 
has been made, the resistor may be 
shorted out because, in short intervals 
of a second, tlu* (tondenser will suffer 
only a partial di.scharge. Tests in service 
indicate that it does serve effectively to 
maintain the high volt^ige during the 
perio<i of switch over. No such precau¬ 
tion is necessary for the catIuKle power, 
since the ordinary type of heater tubf? 
suffers little change wit h a power cutoff 
of one second. On restoration of the 
domestic a-c .supply, the line switch . 
again closes, the dynamotfir cuts off to 
await the next interruption, and the 
batteries return to their trickle charge. 


Figure 3. A recording on a drum which rototes at one revolution per second shows thot the build-up time of the 
motor generator emergency power supply is less than half a second. The instant when the domestic power supply 
was cut aff by pulling the switch is marked by A. The interval from A to B wos required for the motor generotor 
supply to build up to full frequency and voltage. 
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'Hie build-up time of 0.6 second re¬ 
ferred to above was measured on a drum 
chronograph which is made to rotate 
synchronously at one revolution per 
second. The syphon pen can be made to 
record the 60-cycle wave from the line 
at the point where it is fed into the fre¬ 
quency standard. When a line interrup¬ 
tion is simulated by opening the line 
switch, there is an immediate interrup¬ 
tion in the a-c pattern being recorded. 
\s the dynamotor comes up to speed, 
the emergency a-c supply operates the 
pen, showing clearly the moment when 
full fre<iuency and voltage are attained, 
and the elapsed time proves to be about 
0.6 second. 

There are certain inherent faults in 
the use of a dynamotor and stand-by 
battery as an emergency source of power. 
The ordinary 8\vitch will maintain itself 
over a wide range of voltage, which 
means that the domestic a-c supply 
might drop to a low voltage due to a 
partial short without the switch operat¬ 
ing. A drop to say 80 volts, which might 
be quite adequate to maintain a switch 
in the up position, would be quite inade¬ 
quate to maintain a frequency standard 


at normal operation. However, such a 
condition is rather infrequent, and tlie 
experience at the Observatory to date 
has not indicated the need to adopt one 
of the sensitive type of switches which 
would operate within very narrow volt¬ 
age limits. 

The emergency power supply de¬ 
scribed above is designed for rapid 
pickup. It will, as a matter of fact, give 
continuous service for several minutes, 
or even hours, depending on the state of 
the batteries. Normally the heavy duty 
stand-by power plant, which is gas 
driven, takes over within a quarter of a 
minute, so that the use of the emergency 
supply is for short intervals only. 

In the several years that this emer¬ 
gency system has been in operation, 
there has been no failure caused by 
power interruptions in the frequency 
standard which is now being used as the 
primary timekeeper at the Dominion 
Observatory. 

The ioformatioD on which thia tirticle is based was sui>- 
plied by J. P. Henderson and M. M. Tbomaon oi the 
Dominion Observatory, Ottawa, Ontario. Additional in¬ 
formation on the time service supplied by tlie Observatory 
will be found in an article by Mr. Tbomaon entitled 
“Canada’s Time Service," published in the Journal of the 
Royal Aatronomieal Society of Canada, XLII, 3, pp. 105- 
120, 1048. 
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